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1.  Background 


Compact  power  sources  with  high  energy  and  power  densities  are  critical  for  many 
military  applications.  These  applications  span  from  personal  or  squad-level  power 
sources  for  long  duration  missions  without  resupply  to  unmanned  air  vehicles 
(UAV  s)  requiring  only  a  few  hours  of  running  time.  In  the  10-100  W+  power  range, 
battery  technology  is  the  best  solution  currently  available.  But  higher  energy  dense 
technologies  are  needed  to  augment  batteries  and  extend  the  available  energy 
density  well  beyond  state-of-the-art  battery  technology  (140  W-h/kg  for 
rechargeable  lithium  [Li]-ion  technology).* 

One  way  to  approach  this  is  to  take  advantage  of  the  large  energy  content  of 
hydrocarbons  or  alcohols.  Conversion  efficiencies  of  only  a  few  percent  can 
provide  comparable  energy  density  to  battery  technology  with  the  added  advantage 
of  instant  recharge.  One  technology  being  pursued  by  the  US  Army  Research 
Laboratory  (ARL)  is  combustion-based  thermophotovoltaic  (TPV)  power  sources 
including  a  microcombustor  and  heat  recuperator.  Combustion  can  be  used  to 
convert  fuel  to  heat  a  surface  to  temperatures  above  500  °C.* 

Figure  1  describes  the  primary  components  of  a  TPV  system:  a  heat  source,  an 
emitter,  and  a  photovoltaic  converter.  The  heat  source  supplies  thermal  energy  to 
the  emitter,  which  radiates  the  energy  across  a  gap  to  the  photovoltaic  cell  or  an 
array  of  photovoltaic  cells.  The  photovoltaic  cell(s)  then  converts  the  thermal 
radiation  to  electrical  energy,  which  can  be  delivered  to  a  load  or  conditioning 
circuitry.  Optical  filters  between  the  emitter  and  the  photovoltaic  cell  (not  included 
in  Fig.  1),  as  well  as  the  reflectors  deposited  on  the  backside  of  the  photovoltaic 
cell,  are  also  common  components.  The  optical  cavity  between  the  emitter  and 
photovoltaic  cell  is  often  held  under  vacuum  to  minimize  conduction  and 
convective  heat  transfer.'  For  the  concept  demonstrator  being  developed  at  ARL, 
the  exterior  of  the  heat  recuperator  and  microcombustor  will  also  be  held  at  vacuum 
to  minimize  heat  loss. 
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Fig.  1  Primary  components  of  the  TPV  energy  converter^ 

2.  Introduction 


To  support  the  development  of  the  eoneept  demonstrator,  a  Combustor  Test  Setup 
is  being  developed.  The  Combustor  Test  Setup  will  allow  testing  of  various 
combustors  in  vacuum.  Figure  2  shows  the  combustor  with  the  associated  tubing 
and  vacuum  flange. 


4.5  inch  Con  Flat  Flange  Inner  Blank 
(Outer  Ring  Not  Shown) 


Outlet 


Fig.  2  Combustor  with  the  associated  tubing  and  vacuum  flange 
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Figure  3  shows  the  cross  sections  of  the  combustor  through  an  inlet  and  outlet  tube. 
Note  the  design  features  recirculation  where  the  flow  passes  through  the  outer 
passages  of  the  combustor,  reverses  direction,  and  exhausts  through  the  center 
passage  of  the  combustor. 
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Fig.  3  Cross  sections  of  the  combustor 

Figure  4  shows  the  entire  Combustor  Test  Setup  to  include  the  vacuum  chamber 
(cube),  the  turbo  molecular  drag  pump  connected  to  the  vacuum  chamber  via  a 
mitered  elbow,  gages,  and  associated  vacuum  components. 

The  purpose  of  this  report  is  to  estimate  the  temperatures  of  various  components  of 
the  Combustor  Test  Setup  to  ensure  proper  function.  Specific  areas  of  concern 
include  the  temperature  of  the  combustor,  vacuum  chamber  wall  near  the  tubes, 
tubes,  exhaust  gas,  and  flanges  where  the  viewport  and  pump  are  to  be  attached. 
We  want  to  ensure  the  predicted  temperatures  are  within  the  operating  temperature 
of  the  material  or  component  selected.  In  addition,  we  want  to  know  these 
temperatures  for  personnel  safety. 
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Fig.  4  Combustor  Test  Setup 


3.  Thermal  Fluid  Analysis 

Thermal  fluid  analysis  enables  analysis  of  eonjugate  heat  transfer  (thermal 
conduction  in  solids,  convection  between  fluids  and  solids,  and  radiation) 
using  computational  fluid  dynamics  (CFD)  to  detect  hot  spots,  reduce  overheating 
challenges,  improve  thermal  isolation,  and  leverage  thermal  performance.  This 
analysis  was  completed  using  Solid  Works  Flow  Simulation,  which  can  calculate 
either  the  steady-state  or  transient  temperature  fields  due  to  heat  transfer  in  solids 
(conduction);  free,  forced,  and  mixed  convection;  radiation;  and  heat  sources  (heat 
generation  rate,  heat  power,  temperature).^ 

4.  Software  Set  Up 

One  of  the  first  steps  in  the  analysis  process  is  to  simplify  the  geometry.  Figure  5 
shows  the  simplified  geometry  used  where  the  details  of  parts  are  eliminated  to 
make  the  geometry  easier  to  mesh  and  to  eliminate  discontinuities  in  the  mesh. 
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Fig.  5  Simplified  geometry  of  the  Combustor  Test  Setup 

Heat  conduction  in  solids,  free  and  forced  convection,  and  radiation  are  included  in 
the  analysis.  For  fluids,  we  simplify  our  fuel  and  air  mixture  to  consider  it  as  air 
only  since  the  majority  of  the  fluid  is  air.  The  flow  conditions  are  considered  as 
laminar  and  turbulent.  For  solids,  user-defined  solids,  304  Stainless  Steel  and 
Inconel  600,  were  added  with  the  properties  shown  in  Figs.  6-10. 
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Fig.  6  Properties  of  the  user-defined  304  Stainless  SteeF 
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1  Themial  conductivity 

-1 

Temperature 

Thermal  conductivity 

1  16.2W/(m*K) 

773  K 

21.4W/(m*K) 

Fig.  7  Thermal  conductivity  vs.  temperature  for  the  user-defined  304  Stainless  SteeF 
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Fig.  8  Properties  of  the  user-defined  Inconel  600"^ 
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Fig.  9  Specific  heat  vs.  temperature  for  the  user-defined  Inconel  600'* 
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Property: 
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Fig.  10  Thermal  conductivity  vs.  temperature  for  the  user-defined  Inconel  600'* 


For  wall  conditions,  the  outer  wall  thermal  condition  relied  on  the  heat  transfer 
coeffieient  of  20  W/m^K,  whieh  is  a  typical  value  for  free  eonvection  in  air.  The 
external  air  temperature  was  set  to  20.05  °C.  Sinee  radiation  at  the  estimate 
temperatures  of  the  exterior  of  the  system  is  small,  the  default  was  set  to  non¬ 
radiating.  Later  in  this  report,  speeific  radiating  surfaee  properties  are  assigned  to 
speeific  surfaees. 


Based  on  work  with  other  eombustors,  the  worst-ease  heat  generation  rate  was  set 
to  300  W  on  the  surface  of  the  combustor  and  the  flow  rate  of  0.105944  ft^/min 
(3  L/min)  for  eaeh  inlet  tube  was  used.  The  outlet  tube  eap  was  set  to  ambient 
pressure.  Figure  1 1  shows  where  these  values  were  applied. 


Fig.  11  Heat  generation  rate,  inlet  flows,  and  static  outlet  pressure 
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Figure  12  shows  which  components  were  assigned  to  the  user-defined  properties  of 
304  Stainless  Steel. 


Fig.  12  Components  assigned  to  the  nser-defined  properties  of  304  Stainless  Steel 


Figure  13  shows  which  components  were  assigned  to  the  user-defined  properties  of 
Inconel  600. 


Fig.  13  Components  assigned  to  the  nser-defined  properties  of  Inconel  600 
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Figure  14  shows  that  the  vacuum  space  was  assigned  to  the  properties  of  an 
insulator. 
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Fig.  14  Vacuum  space 


The  insulator  properties  assigned  to  the  vacuum  space  are  shown  in  Fig.  15. 
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Specific  heat 
Conductivity  type 
Thermal  conductivity 
Radiation  properties 
Melting  temperature 


Value 

Insulator 

1000  l(g/m»3 
1000  J/(lcg*K) 
Isotropic 
0  W/(m*K) 

0 

-1  K 


— a 
□ 
□ 
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Fig.  15  Insulator  properties 

Figure  16  defines  the  radiative  surface  properties  for  304  polished  stainless  steel. 
Vacuum  components  are  mostly  made  of  polished  304  stainless  steel.  The  property 
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was  named  “304  Polished  Stainless  Steel-Allmon”  and  assigned  to  all  the  same  304 
Stainless  Steel  components,  as  shown  in  Fig.  12. 
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304  Polished  Stainless  Steel  -  Mlmon 


Properiy: 

[  Emissivity  coeffidenT 


1  Radiative  temperature 

Emissivity  cnefficient 

T 

340  K 

1  0.104 

:3fi'D  K 

0.111 

420  K 

0.116 

460  K 

0.124 

600  K 

0.13 

640  K 

0.136 

660  K 

0.142 

620  K 

0.147 

660  K 

0.162 

700  K 

0.167 

— 

740  K 

0.162 

760  K 

0.167 

620  K 

0.171 

660  K 

0.176 

MO  K 

0.179 

Fig.  16  Emissivity  coefficient  vs.  temperature  for  304  Polished  Stainless  Steel* 


Radiative  surface  properties  were  defined  for  Inconel  600  and  named  “Inconel  600 
radiation”  (Fig.  17).  This  radiative  surface  property  was  assigned  to  all  the 
components  are  the  Inconel  600,  as  shown  in  Fig.  13. 

I  Items  I  Item  Properties  |  Tables  and  Curves  | _ 

Incond  0DO  radiation 


Properiy: 

Emissivity  coefficient 


1  Radiative  temperature 

Emissivity  coefficient 

6BSK 

1  0.69 

763  K 

0.72 

923  K 

0.76 

1066  K 

0.79 

1263  K 

0.62 

Radiatiue  temperature 


Fig.  17  Emissivity  coefficient  vs.  temperature  for  Inconel  600'* 


5.  Mesh 


Two  runs  with  the  setup  above  were  run  successfully.  For  the  first  run,  the  initial 
mesh  had  the  minimum  gap  size  set  to  0.04  inch  and  the  level  of  the  initial  mesh 
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was  set  to  3.  For  the  second  run,  the  initial  mesh  had  a  minimum  gap  size  of 
0.01  inch  and  level  of  initial  mesh  was  set  to  5.  Both  runs  had  the  option  to  optimize 
thin  wall  resolution  checked.  Figures  18  and  19  show  the  mesh  in  the  area  of  the 
outlet  tube  and  lower  inlet  tube  where  they  pass  through  the  vacuum  chamber  wall 
for  Run  1  and  2,  respectively.  Note  the  coarser  mesh  of  the  tubes  and  around  the 
hole  in  the  vacuum  chamber  wall  for  Run  1  compared  to  Run  2. 


Fig.  18  Run  1  mesh  in  the  area  of  the  outlet  tube  and  lower  inlet  tube  where  they  pass 
through  the  vacuum  chamber  wall 


Fig.  19  Run  2  mesh  in  the  area  of  the  outlet  tube  and  lower  inlet  tube  where  they  pass 
through  the  vacuum  chamber  wall 
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Looking  carefully  at  Fig.  19,  one  can  see  a  sharp  comer  where  the  tubes  terminate 
in  the  opening  of  the  hole  in  the  vacuum  chamber  wall.  Figure  20  shows  the 
geometry  without  the  mesh.  This  step  is  not  an  important  part  of  the  analysis  and 
should  be  eliminated  in  the  geometry  in  the  future  to  ensure  a  smoother  mesh  and 
fewer  cells. 


Fig.  20  Geometry  of  the  outlet  tube  and  lower  inlet  tube  where  they  pass  through  the 
vacuum  chamber  wall 

Ideally,  the  mesh  should  have  a  minimum  of  4  cells  through  the  thickness  of  critical 
components  where  a  temperature  gradient  is  expected.  Since  the  tubes  are  critical 
and  their  inner  diameter  was  0.08  inch  and  the  wall  of  the  tube  was  0.02  inch,  the 
ideal  gap  size  for  the  mesh  in  this  region  was  0.005  inch.  Runs  with  the  gap  size  set 
to  0.005  inch  caused  the  program  to  crash.  The  Run  and  Results  sections  (Sections 
6  and  7)  discuss  the  second  ran  only  (minimum  gap  size  =  0.01  inch  and  level  of 
initial  mesh  =  5).  A  comparison  of  the  results  of  the  2  runs  is  shown  in  the 
Conclusion  (Section  8).  A  discussion  of  future  mesh  refinement  is  provided  in 
Section  9,  Future  Improvements. 

6.  Run 


Figure  21  provides  details  on  the  ran  time  and  the  number  of  fluid  and  solid  cells. 
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^  Solver  Project  1  fPefaultl  (Cube  Analysis  -  Case  l.SLDASM)  _  _  I  fa 


File  Calculation  View  Insert  Window  Help 

^  .  1.  >.  ♦.  i  ? 

Q  Info 

1  Log  li  a  i! 

Parameter 

Value 

Event  Iteration  Time 

Status 

Solver  is  finished. 

Mesh  generation  started  10:18:14 ,  Mar  24 

Fluid  cells 

303463 

Mesh  generation  normally  fi...  10:45:24 ,  Mar  24 

Solid  cells 

7999574 

Preparing  data  for  calculation  10:45:26 ,  Mar  24 

Partial  cells 

623719 

Calculation  started  0  10:54:43,  Mar 24 

Iterations 

430 

E 

Calculation  has  converged  s...  429  22:59:09 ,  Mar  24 

Last  iteration  finished 

22:59:09 

Goals  are  converged  429 

CPU  time  per  last  iteration 

00:01:30 

Calculation  finished  430  23:08:47,  Mar  24 

Travels 

1D3643 

Iterations  per  1  travel 

415 

Cputime 

12 : 11 : 17 

Calculation  time  left 

0:0:0 

- 

Warning 

No  warnings 

Comment 

J!L 

> 

<  1  ^ 

Q  Log  ||  O  Info 

Ready 

L_ I 

1  Iterations :  430 

Fig.  21  Run  details 


7.  Results 


All  of  the  cross  sectional  views  in  the  following  results  are  cross  sections  of  the 
system  shown  in  Fig.  22. 


Fig.  22  Cross  section  of  the  system 
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Figure  23  shows  the  temperature  of  the  solid  for  the  cross  section  of  the  system. 


Fig.  23  Temperature  of  the  solids  for  a  cross  section  of  the  system 


Figures  24,  25,  and  26  show  close  ups  of  portions  of  Fig.  23.  Note  the  maximum 
temperature  of  the  solids  in  Fig.  24  is  approximately  103 1  to  1 1 15  °C,  as  shown  by 
the  orange/reddish  orange  sections.  The  left  end  of  the  combustor  is  slightly  cooler, 
probably  due  to  the  air  flow  impinging  on  the  inside  end  of  the  combustor. 


Fig.  24  Temperature  of  the  solids  for  a  cross  section  of  the  combustor 
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Figure  25  shows  a  close  up  of  the  temperature  of  the  outlet  tube,  lower  inlet  tube, 
and  vacuum  chamber  wall.  Notice  the  outlet  tube,  which  is  carrying  the  exhaust 
from  the  combustion,  is  warmer  than  the  inlet  tube.  This  makes  sense  since  the  inlet 
air  is  at  20  °C. 


Fig.  25  Temperature  of  the  solids  for  a  cross  section  of  the  outlet  tube,  lower  inlet  tube,  and 
vacuum  chamber  wall 


Figure  26  shows  the  close  up  of  the  Fig.  25  focusing  on  the  area  of  the  vacuum 
chamber  wall  near  the  outlet  and  lower  inlet  tube  but  with  a  different  color  scale  to 
make  the  temperature  differences  easier  to  see.  One  of  the  big  drivers  for  the 
analysis  is  to  determine  the  temperature  of  the  outer  surface  of  the  vacuum  chamber 
wall,  inlet  tube,  and  outlet  tube.  From  the  figure,  it  appears  the  outer  surface  is  at 
worst  approximately  227  to  268  °C.  The  portion  of  the  inlet  tube  outside  the 
chamber  is  approximately  20  to  61  °C.  The  portion  of  the  outlet  tube  outside  the 
vacuum  chamber  near  the  wall  is  approximately  268  to  350  °C.  The  surface  of  the 
outlet  tube  outside  the  vacuum  chamber  further  away  from  the  wall  is 
approximately  392  to  434  °C.  This  makes  sense  since  the  wall  acts  as  a  heat  sink 
helping  to  cool  the  outlet  tube. 
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Fig.  26  Temperature  of  the  vacuum  chamber  wall  (note  the  different  color  scale) 


Figure  27  shows  the  temperature  of  the  fluid  for  the  cross  section  of  the  combustor. 
As  shown  by  the  red  area,  the  fluid  in  the  center  of  the  combustor  is  approximately 
1069  to  1150  °C.  Note  the  fluid  temperature  is  cooler  closer  to  the  walls,  probably 
due  to  heat  sinking  into  the  walls.  This  also  holds  true  for  the  exhaust  leaving  the 
outlet  tube  and  the  air  entering  the  inlet  tube.  For  the  outlet  tube,  the  temperature 
of  the  fluid  near  the  inner  wall  is  approximately  827  to  907  °C,  while  the  fluid  near 
the  center  of  the  tube  ranges  from  approximately  907  to  1069  °C.  For  the  inlet  tube, 
the  temperature  of  the  fluid  near  the  inner  wall  is  approximately  20  to  100  °C  and 
342  to  504  °C  near  the  center  of  the  tube. 
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V  1150.00 
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Cut  Plot  1:  contours 


Fig.  27  Temperature  of  the  fluid  for  the  cross  sectiou  of  the  combustor 


Figure  28  shows  the  temperature  of  the  fluid  in  the  outlet  tube  and  lower  inlet  tube 
from  where  they  attach  to  the  combustor  to  just  outside  the  vacuum  chamber  wall. 


Fig.  28  Fluid  temperature  iu  the  outlet  tube  aud  lower  iulet  tube 

Figure  29  shows  the  temperature  of  the  fluid  in  the  tube  near  the  vacuum  chamber 
wall  and  to  the  opening  of  the  tubes  outside  the  vacuum  chamber.  Note  the  change 
in  the  temperature  scale.  Once  the  fluid  is  away  from  the  vacuum  chamber  wall,  the 
temperature  profile  of  the  fluid  is  consistent  inside  both  the  inlet  and  outlet  tube. 
The  fluid  temperature  in  the  center  of  the  outlet  tube  appears  to  be  approximately 
651  °C,  while  the  temperature  near  the  wall  is  approximately  457  °C.  The  fluid 
temperature  in  the  inlet  tube  appears  to  be  approximately  20  to  68  °C. 
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Fig.  29  Fluid  temperature  in  the  tube  near  the  vacuum  chamber  wall  and  to  the  opening  of 
the  tubes  outside  the  vacuum  chamber 


Figure  30  shows  the  temperature  of  the  exterior  of  the  vacuum  flange  exposed  to 
the  large  side  of  the  combustor.  This  flange  will  be  replaced  by  a  viewport,  which 
has  a  lower  operating  temperature  than  the  stainless  steel  flange.  The  figure  shows 
the  maximum  temperature  is  approximately  1 12  °C. 


Cut  Plot  2:  contours 
Cut  Plot  3:  contours 
Cut  Plot  4:  contours 
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Fig.  30  Temperature  of  the  vacuum  flange  exposed  to  the  large  side  of  the  combustor 


Figure  3 1  shows  the  temperature  of  the  vacuum  chamber  surface.  The  worst-case 
temperature  is  approximately  1 12  °C. 
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Cut  Plot  2:  contours 
Cut  Plot  3:  contours 
Cut  Plot  4:  contours 
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Fig.  31  Temperature  of  the  vacuum  chamber  surface 


Figure  32  shows  the  temperature  of  the  flange  looking  at  the  small  side  of  the 
combustor.  From  this  figure,  the  approximate  maximum  temperature  is  103  °C. 
This  is  the  flange  where  the  mitered  elbow  with  the  turbo  molecular  drag  pump  will 
attach. 


Cut  Plot  2;  contours 
Cut  Plot  3;  contours 
Cut  Plot  4:  contours 
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Fig.  32  Temperature  of  the  flange  iooking  at  the  smali  side  of  the  combustor 
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8.  Conclusion 


The  purpose  of  this  report  is  to  estimate  the  temperatures  of  various  components  of 
the  Combustor  Test  Setup  to  ensure  proper  function.  Table  1  shows  the  results  of 
Runs  1  and  2.  There  are  some  appreciable  differences  in  certain  areas.  The 
temperature  of  the  outer  surface  near  where  the  tubes  attach  was  cooler  for  Run  1 
than  for  Run  2,  but  the  temperature  of  the  outlet  tube  near  and  far  outside  the 
vacuum  chamber  for  Run  1  was  hotter  than  Run  2.  It  appears  the  heat-sinking  effect 
of  the  vacuum  chamber  wall  was  not  accounted  for  as  well  in  Run  1  compared  to 
Run  2.  The  differences  in  meshing  in  that  area  might  account  for  these  difference. 
The  issue  is  discussed  in  the  Mesh  section  (Section  5). 

Tablet  Results  of  Runs  1  and  2 


Run  1 

Run  2 

Location 

(min  gap  0.04  inch 

(min  gap  0.01  inch 

and  level  of  mesh  =  3) 

and  level  of  mesh  =  5) 

°C 

°C 

Combustor  wall 

1100 

1031-1115 

Outer  surface  of  the  vacuum  chamber  near 
where  the  tubes  attach 

144 

227-268 

Inlet  tube  near  the  vacuum  chamber  wall 

20 

20-61 

Outlet  tube  near  the  vacuum  chamber  wall 

632 

268  -  350 

Outlet  tube  far  outside  the  vacuum  chamber 

554 

392^34 

Fluid  in  the  center  of  the  combustor 

1100 

1069-1150 

Exhaust  gas 

632 

651 

Flange  where  the  viewport  will  be  located 

120 

112 

Vacuum  chamber  surface  where  the 
viewport  will  be  located 

114 

112 

Flange  where  the  mitered  elbow  connected 
to  the  pump  will  be  attached 

103 

103 

A  more  thorough  analysis  of  the  effects  of  the  mesh  on  the  results  is  recommended, 
but  the  analysis  presented  here  gives  a  rough  idea  of  the  temperature  in  critical 
areas.  These  critical  areas  include  the  temperature  of  the  combustor  wall,  vacuum 
chamber  wall  near  the  tubes,  tubes,  exhaust  gas,  and  flanges  where  the  viewport 
and  pump  are  to  be  attached.  The  temperature  of  the  combustor  wall  is  estimated  to 
be  1031-1 115  °C,  which  is  at  the  upper  limit  of  where  various  properties  of  the 
Inconel  600  are  measured."^  As  a  result,  the  temperature  of  the  combustor  should  be 
monitored  carefully.  The  vacuum  chamber  wall  near  the  tubes  is  predicted  to  reach 
227-268  °C,  which  is  well  within  the  operating  temperature  of  Inconel  600."^ 


21 


From  a  human  touch  temperature  limit,  it  is  good  to  know  that  only  a  small  portion 
of  the  vacuum  chamber  is  likely  to  get  to  this  high  temperature,  although  the  entire 
vacuum  chamber  is  predicted  to  be  beyond  the  heat  pain  threshold  of  43^4  °C^ 
when  the  combustor  is  running.  For  the  flange  where  the  viewport  will  be  located, 
the  temperature  is  estimated  to  reach  112  °C,  which  is  well  below  the  450  °C 
maximum  operating  temperature  of  the  viewport.^  The  most  difficult  issue  for 
protecting  the  viewport  will  be  raising  the  temperature  slowly  to  stay  within  the 
25  °C  per  minute  guideline  provided  by  the  manufacturer.^  Lastly,  the  temperature 
of  the  flange  where  the  elbow  leading  to  the  turbo  molecular  drag  pump  attaches  is 
estimated  to  reach  103  °C.  This  is  less  than  the  120  °C  maximum  bakeout 
temperature  at  the  inlet  for  a  CF  flange  version  of  the  pump  selected  for  the 
Combustor  Test  Setup.^  Also,  the  elbow  will  provide  additional  heat  dissipation  not 
accounted  for  in  the  analysis  thus  further  reducing  the  temperature. 

9.  Future  Improvements 

As  mentioned  in  the  Mesh  section  (Section  5),  the  sharp  comer  where  the  tubes 
terminate  in  the  hole  in  the  vacuum  chamber  wall  should  be  eliminated  in  the 
geometry  to  ensure  a  smoother  mesh  and  fewer  cells. 

For  the  current  approach,  the  analysis  can  be  improved  by  using  symmetry  to 
reduce  the  number  of  cells  to  speed  up  the  calculation.  Alternatively,  using 
symmetry  allows  more  cells  in  critical  areas  and  a  smaller  minimum  gap  size  to 
improve  accuracy  without  crashing  the  program.  In  addition,  the  geometry  can  be 
simplified  further  by  eliminating  discontinuities,  such  as  where  the  tube  and  flange 
connect.  This  will  improve  the  mesh  and  require  fewer  cells.  Also,  the  model  could 
be  better  matched  to  the  real  system  by  including  a  simplified  elbow  and  a 
simplified  window  with  appropriate  material  properties.  The  accuracy  of  the 
temperature  of  the  combustor  needs  to  be  improved.  Rather  than  applying  the  heat 
generation  rate  of  300  W  to  the  entire  combustor,  if  possible,  it  should  be  applied 
to  the  inside  surface  of  the  combustor  to  better  mimic  the  heat  produced  by  the 
combustion  of  the  fuel.  Lastly,  the  inlet  air  needs  to  be  set  to  a  minimum 
temperature  of  150  °C  since  the  incoming  fuel  and  air  mixture  will  be  preheated  to 
ensure  it  is  in  the  vapor  state  prior  to  entering  the  system. 

Since  we  are  more  concerned  with  the  temperature  of  the  vacuum  chamber  and 
components  attached  to  the  outside  of  the  vacuum  chamber,  an  alternative  analysis 
might  be  to  assume  the  combustor  surface  temperature  of  1 100  °C  (worst  case)  and 
inlet  flow  temperature  to  the  combustor  of  300  °C  (worst  case).  This  is  higher  than 
the  planned  150  °C  preheat  to  ensure  worse-case  conditions. 
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Another  alternative  analysis  is  to  assume  no  flow  conditions,  but  set  the  combustor 
surface  temperature  to  1100  °C  (worst  case),  inlet  tubes  temperature  to  300  °C,  and 
outlet  tube  to  1100  °C  (worst  case).  This  would  eliminate  modeling  the  flow  in  the 
combustor  and  show  how  much  heat  is  conducted  from  the  tubes,  and  the  effects  of 
the  radiation  on  the  vacuum  chamber  and  vacuum  components.  Also,  this  approach 
simplifies  the  mesh  by  reducing  the  small  volumes  inside  the  tubes  that  need  to  be 
simulated. 
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